NAVDIVESALVTRACENINST 10480.1D

CLEANING SYSTEM WEEKLY MAINTENANCE FORM

WEEK OF TECHNICIAN
TASK LOCATION INITIAL

COMPLETE
Vacuum filter Laminar Flow Bench
Wipe Counter tops with Clean Room
soap & water
Vacuum Ceiling Clean Room
Vacuum & Mop Deck Clean Room

OXYGEN CLEAN ROOM

MEASUREMENT ACCEPTABLE VALUE RECORD READING
Entry Plane 700 particles ft3 max @ 5.0 microns
Particulate 100,000 particles ft3 max @ .5 microns
Exit Plane 700 particles ft3 max @ 5.0 microns
Particulate count 100, 000 particles ft3 max @ .5 microns

Laminar Flow Bench 10 particles ft3 max @ 5.0 microns
Particulate count

Temperature 72 £ 5° F
Humidity 40 £ 5 %

8

A

Grade B water rinse
Tank PH level
Passage Vestibule .5 in H20 max
Differential press.
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03 Jun 02
CLEANING SYSTEM WEEKLY MAINTENANCE FORM
(cont.)
PRE CLEAN ROOM
MEASUREMENT ACCEPTABLE VALUE RECORD READING
DI Water PH level @ ———emmmmmm—
DI Water conductivity 20 microhm

DI Water Chloride ion count
DI Water particulate size

Certification

Clean Room Technician:

1.0 ppm max.

Pre 5 Micron Filter SAT / UNSAT

Date:

Clean Room Supervisor:

Date:
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